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Dublin & DCU Location 
!"
Insight Centre for Data Analytics 
•! Biggest single research investment ever by Science Foundation  
•! Biggest coordinated research programme in the history of the state  
•! Focus is on ‘big data’ related to health informatics and pHealth 
Keynote Article: August 2004, Analytical Chemistry (ACS) 
Dermot Diamond, Anal. Chem., 76 (2004) 278A-286A 
(Ron Ambrosio & Alex Morrow, IBM TJ Watson) 
What is a Chemo/Bio-Sensor? 
‘a device, consisting of a transducer and a chemo/bio-sensitive 
film/membrane, that generates a signal related to the 
concentration of  particular target analyte in a given sample’ 
Signal out Transducer surface 
Conducting cable/track 
Chemo/Bio-sensing involves selective BINDING & TRANSDUCTION on the 
device surface; this also implies the target analyte MUST meet the device 
surface (LOCATION & MOVEMENT). It provides a signal observable in the 
macroscopic world (COMMUNICATION) 
Chemo/bio-sensitive 
film 
The promise of biosensors!.. 
High Technology, Nov. 1983, 41-49 
Blood Analysis; Implantible Sensors 
Anal. Chem., 64 (1992) 1721-1728.
Ligand (and variations of) used in many 
clinical analysers for blood Na+ profiling 
1985: Catheter Electrodes for 
intensive care – function for 24 hrs 
 
Dr. David Band, St Thomas’s 
Hospital London 
In 1985, the use model for reliable  
in-vivo continuous monitoring with 
an implantable chemical sensor was 
restricted to a day or two 
From implantable to sub-cutaneous! 
#"
An implantable artificial pancreas, W. 
Schubert, P. Baurschmidt, J. Nagel, R. 
Thull, M. Schaldach; 
 
Medical and Biological Engineering and 
Computing, July 1980, Volume 18, Issue 
4, pp 527-537 
‘Intravascular blood glucose sensing is difficult owing to the complex 
technology involved and the foreign body reaction of blood.’ 
‘The measurement of glucose in tissue would be easier to handle, but it 
has not been established whether the extravascular tissue 
concentration of glucose is sufficiently significant to serve as an 
input signal for a closed-loop system’ 
Microdialysis sampling via arterio-
venus shunt 
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Novel Instrumentation for Real-Time Monitoring Using Miniaturised Flow Cells with Integrated Biosensors, R. Freaney, A. 
McShane, T.V. Keavney, M.McKenna, K. Rabenstein, F.W. Scheller, D. Pfeiffer, G. Urban, I. Moser, G. Jobst, A. Manz, E. 
Verpoorte, M.W. Widmer, D. Diamond, E. Dempsey, F.J. Saez de Viteri and M. Smyth, Annals of Clinical Biochemistry, 34 (1997) 
291-302. 
In Vitro Optimisation of a Microdialysis System with Potential for On-Line Monitoring of Lactate and Glucose in 
Biological Samples, E. Dempsey, D. Diamond, M.R. Smyth, M. Malone, K. Rabenstein, A. McShane, M.McKenna, T.V. Keavney 
and R Freaney, Analyst, 122 (1997) 185-189.  
Design and Development of a Miniaturized Total Chemical-Analysis System for Online Lactate and Glucose Monitoring 
in Biological Samples, Ethna Dempsey, Dermot Diamond, Malcolm R. Smyth, Gerald Urban, Gerhart Jobst, I. Moser, Elizabeth 
MJ Verpoorte, Andreas Manz, HM Widmer, Kai Rabenstein and Rosemarie Freaney, Anal. Chim. Acta, 346 (1997) 341-349.  
Real Time Blood Glucose and Lactate 
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System functioned continuously for up to three hours! 
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Adam Heller 
•! Abbott Press Release  
September 29, 2008 
•! Abbott Park, Illinois — Adam Heller, 
Ph.D., a professor at the University of 
Texas in Austin who created the 
technology that led to the development 
of Abbott's FreeStyle Blood Glucose 
Monitoring Systems® and FreeStyle 
Navigator® Continuous Glucose 
Monitoring System, today received the 
2007 National Medal of Technology 
and Innovation from President George 
W. Bush in an award ceremony at the 
White House. 
San Francisco Business Times; Tuesday, 
April 6, 2004 
 
‘Abbott completes TheraSense acquisition’ 
 
Abbott Laboratories said Tuesday it 
completed its $1.2 billion acquisition of 
Alameda-based TheraSense Inc. after a 
majority of shareholders approved the 
transaction a day earlier. 
Subcutaneous sampling of interstitial fluid 
using microneedles to access the fluid 
through the skin without causing bleeding 
Next Generation: Watch Fluidic 
Sensor Concept (Shimmer) 
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Smart Gumshield 
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Poly(N-isopropylacrylamide) 
•! pNIPAAM exhibits inverse solubility upon heating 
•! This is referred to as the LCST (Lower Critical Solution Temperature) 
•! Typically this temperature lies between 30-35oC, but the exact 
temperature is a function of the (macro)molecular microstructure  
•! Upon reaching the LCST the polymer undergoes a dramatic volume 
change, as the hydrated polymer chains collapse to a globular 
structure, expelling the bound water in the process 
pNIPAAM Hydrophilic Hydrophobic 
Hydrated Polymer Chains Loss of bound water 
-> polymer collapse 
"T 
Polymer based photoactuators 
based on pNIPAAm 
poly(N-isopropylacrylamide) (PNIPAAm) 
Formulation as by Sumaru et al1 
1) Chem. Mater., 19 (11), 2730 -2732, 2007.  
 
X:Y:Z = 1:99:5 
Photo-actuator polymers as 
microvalves in microfluidic systems 
trihexyltetradecylphosphonium 
dicyanoamide [P6,6,6,14]+[dca]-  
Ionogel-based light-actuated valves for controlling liquid flow in micro-fluidic manifolds, Fernando Benito-Lopez, Robert 
Byrne, Ana Maria Raduta, Nihal Engin Vrana, Garrett McGuinness, Dermot Diamond, Lab Chip, 10 (2010) 195-201.  
Actuation Mechanism 
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MERO-H+ 
(expanded) 
SPIRO 
(contracted) 
white  
light 
H+, X-, solvent 
H+, X-, solvent 
acidic  solution 
X:Y:Z = 1:99:5 
Mechanism 
involves diffusion 
protons, counter 
ions & solvent 
out/in of the bulk 
gel to/from the 
external solution 
Self protonating photoresponsive gel 
Now the proton exchange is 
‘internalised’ 
The proton population is essentially 
conserved 
Previously proton source was 
external (acidic soln. required) 
Protons, counter ions & solvent 
diffuse into/out of the gel 
Ziolkowski et al., Soft Matter, 2013, 9, 8754–8760 
Gel with 0 % AA Gel with 5 % AA 
Spontaneous Reformation of Acidified Merocyanine 
during Actuation Cycling in non-acidified water 
Colour gradually 
changing from 
yellow to purple 
as H+ leaves the 
gel on each cycle 
 
Switching 
changes from 
primarily 
  
MC-H+ -> SP+H+ 
 
to  
 
MC -> SP 
 
Gel actuation 
stops 
Colour remains 
essentially the 
same, as H+ stays in 
the gel during 
cycling 
 
Switching stays 
primarily as 
  
MC-H+ -> SP+H+ 
 
 
Gel actuation 
continues 
MC-H+ SP 
SP 
SP 
SP SP 
SP 
SP 
SP MC-H+ 
MC-H+ 
MC-H+ 
MC-H+ 
MC-H+ 
MC 
MC 
Ziolkowski et al., Soft Matter, 2013, 9, 8754–8760 
Why move the solvent at all? 
•! These vehicles should be able to;   
–! Spontaneously move under an external stimulus (e.g. chemical, 
thermal gradient) to preferred locations 
–! Report selective binding of guest species 
–! Release active payload to modify local environment 
'&"
[sample]/mol l-1 Ratio H2O/Sample 
1.0x10-6 5.56x107 
1.0x10-9 5.56x1010 
1.0x10-12 5.56x1013 
Strategy:  
Move multifunctional micro/
nano-vehicles such as 
beads, vesicles, micelles, 
capsules, droplets through 
the sample to perform 
tasks!!  
Chemotactic Systems 
'%"
Published on Web 11/01/2010 (speed ~x4): channels filled with KOH (pH 12.0-12.3 + surfactant; agarose gel soaked in HCl 
(pH 1.2) sets up the pH gradient; droplets of mineral oil or DCM containing 20-60% 2-hexyldecanoic acid + dye.  Droplet 
speed ca. 1-10 mm/s; movement caused by convective flows arising from concentration gradient of HDA at droplet-air 
interface (greater concentration of DA- towards higher pH side); HDA <-> H+ + DA-  
Maze Solving by Chemotactic Droplets; Istvan Lagzi, Siowling Soh, Paul J. Wesson, Kevin P. Browne, and Bartosz A. 
Grzybowski; J. AM. CHEM. SOC. 2010, 132, 1198–1199 
Fuerstman, M. J.; Deschatelets, P.; Kane, R.; Schwartz, A.; Kenis, P. J. A.;Deutch, J. M.; Whitesides, G. M. Langmuir 2003, 
19, 4714. 
 
HDA       H+ + DA- 
HDA 
Hydrophobic Mineral Oil 
Acidic   ! Basic " 
In a pH gradient, DA- is preferentially 
transferred to the aqueous phase at 
the more basic side of the drop. 
 
Time to re-think the game!!! 
•! New materials with exciting characteristics 
and unsurpassed potential! 
•! Combine with emerging technologies and 
techniques for exquisite control of 3D 
morphology 
•! And greatly improved methods for 
characterisation of structure and activity 
''"
We have the tools – now we 
need creativity! 
European Sensor Systems Cluster - ESSC 
Vision, Objectives, Strategies, Priorities and Challenges of EU Cluster 
Cluster launched at Preparatory Workshop on 27 November 2014 in Brussels 
sponsored and observed by EC DG Research and Innovation 
AMA Conference 2015 - SENSOR+TEST Trade Fair 
Room Tunis, Session Time: 12:00 - 13:30 
Nuremberg/Germany, 19 May 2015 
 
Vision, Objectives and Position Paper 
Michele Penza - Chairman of the ESSC 
michele.penza@enea.it 
ENEA, Materials Technologies, Brindisi - Italy 
EuroNanoForum, Riga, Latvia, 
June 9- 2 
Sensor Research Clustering: Steering 
Committee 
•! D. Diamond Environmental sensors 
•! A. Schütze (O. Martimort) Indoor quality sensors 
•! P. Galvin (A. Prina Mello) Health monitoring sensors 
•! T. Mayr Monitoring of industrial processes 
•! O. Martimort Integration and commercialization 
•! T. Simmons (Eurice) Dissemination and Outreach 
Chairman: Michele Penza 
Observer: Hans Hartmann Pedersen (EC) 
01/06/15 
Towards to a cluster 
on Characterization 
')"
www.cluster-essc.eu 
